University of Colorado Hospital – Clinical Laboratory

Point of Care Testing Program

Glucose Precision PCx Competency Test


Name:___________________________ Unit:__________ Operator ID:___________ Date:________
Multiple Choice – Circle the one best answer.

1.
If a test fails to start, a second drop of blood can be applied to the target area of the test strip


a. 
within 60 seconds of the first drop.


b.  
within 30 seconds of the first drop.


c.  
after the meter is turned “OFF”.


d.  
a second drop can not be applied.

2.
The Clear key will


a.
back up one space while entering numbers on the keypad.


b.
clear a numerical code after the enter key is pressed.


c.
clear a bar-code scanned by mistake.


d.
return to a previous menu.


e.
all of the above

3.
A patient result can be recalled through the following screen:


a.
patient test


b.
control test


c.
data review


d.
review set up


e.
answers a & c

4.
The following information is entered into the Precision PCx when the test strip barcode is 
scanned:


a.
the test strip lot #


b.
the control solution ranges


c.
the expiration date of the test strip


d.
lot specific calibration


e.
all of the above

5.
If the meter is removed from the docking station before the docking cycle is complete,

a.
the meter will not recognize any employee IDs.


b.
the meter will say “docking incomplete”.


c.
operator must reboot the computer to which the docking station is attached and redock 


the meter.


d.
All of the above

6.
Information for troubleshooting a control solution that is out of range is found in the


a.
Quick Reference Guide.


b.
Operator’s Manual.


c.
MediSense customer support department.


d.
All of the above

7.
A bottle of control solution is opened on January 1, 2008.  This control solution expires


a.
on the manufacturer’s expiration date listed on the control bottle


b. 
90 days after the control bottle is opened (unless the manufacturer’s expiration date 


occurs sooner than 90 days after opening)


c.
the expiration date established by the laboratory


d.
indefinitely

8.
Liquid control solutions must be performed on the Precision PCx meter every


a.
8 hours


b.
12 hours


c.
24 hours


d.
shift

9.
The Precision PCx meter must be docked every


a.
week


b.
24 hours


c.
month


d.
shift

10.
The following action(s) is/are recommended and expected when glucose meter results of less than 
50 mg/dL or greater than 450 mg/dL (less than 45 mg/dL or greater than 250 mg/dL for NICU and 
Level I nursery) are obtained:


a.
repeat test using a new strip


b.
verify results by sending a sample to the clinical laboratory for glucose testing


c.
report low and high glucose results to the physician or appropriate caregiver


d.
enter/scan a comment 


e.
all of the above
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