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Oxyhemoglobin Saturation by Avoximeter Competency Test 




Name: ________________________ Unit: __________ Operator ID: _____________ Date: _____________

____initial ____6 month ____12 month ____annual

Score_________
Operator must obtain a score of at least 80%.
True/False
         1.
Standard precautions must be used when collecting blood samples.
         2.
When testing at the bedside, it is necessary to check only one patient identifier before performing the test.
         3.
Acceptable specimens are freshly-drawn whole blood samples collected in a non-anticoagulated syringe or collected in a heparin or EDTA-anticoagulated syringe.
         4.
Liquid QC 253 ampules must warm to room 
temperature before analyzing.

         5.
The yellow and orange optical filter QC is performed every 8 hours of patient testing. 
         6.
Three levels of liquid QC are performed every week and with each new lot number and shipment of cuvettes.

        7.
Oxygen saturation (sO2) is a useful predictor of the amount of oxygen that is available for tissue perfusion.
         8.
Every time a new bag of cuvettes is opened, verification of the Path length must be programmed in the Avoximeter.

         9.
The sample is infused into the cuvette by firmly holding the syringe and cuvette at a 90 degree angle and gently pressing the syringe plunger.

        10.
It is important that the light path area is free of bubbles.
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